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A membrane-electrode made from PVC plasticized with tricresyl phosphate has been tested for use in the potentiometric titration of hydrochloric acid with sodium hydroxide. The influence of factors such as temperature, the method of making the membrane, concentration of the titrated acid, of electrolytes and of ethanol, on the accuracy and precision of the titration has been studied.